
Department head
Responsible for the pH control of the experiment 
wastewater storage tanks in the department.
(For buildings shared by multiple departments, this is 
done in cooperation.)
【Normal time】
Conduct the necessary management 
(e.g., wastewater quality control) to maintain pH.

pH meter 
(managed by Facilities 
Management Division)

Storage tank
(Managed by 
department)

Campus LAN

Data

Building

Environmental Safety Center

Provide guidance and advice on pH 
control of experiment wastewater 
storage tanks.
【Normal time】
To monitor the pH measurement 
data acquired by the campus LAN. 
Manage the network and software 
necessary for monitoring.

Laboratory, etc.

Data recording and 
transmission machine
(Managed by Facilities 
Management Division)

To the 
sewer

Director in Charge (Chairman of the Central 
Safety and Health Committee)
Assists the President as the person in overall charge of pH 
management of the University's experiment wastewater 
storage tanks.

Safety and Health General Manager
Overall responsibility for pH control of laboratory 
wastewater storage tanks in the workplace

Facilities Division
Install an experiment wastewater 
storage tank, pH meter and data 
recorder/transmitter in the 
building.【Normal time】
Maintain the pH meter and data 
recorder/transmitter.

Improvement
Guidance

Improvement measures and 
prevention of external leakage

The red frame and red arrow indicate the work to be done 
when an abnormality occurs.

Automatic 
email contact

Report

Support

Technical Division (since 
2020)
Carry out maintenance work 
necessary to maintain the pH meter.
【Normal time】
Cleaning, calibration, etc. of pH 
meter.

Improvement 
Guidance
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